
Sample Summary Report

Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 U U YesTrichloroethene 0.50

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

VBLK1V

7.0

Y93T7

09/27/2013

43788 MITKEM

10:20:00

 Page 1 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 U U YesTrichloroethene 0.50

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

VBLK5W

7.0

Y93T7

10/05/2013

43788 MITKEM

16:00:00

 Page 2 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 U U YesTrichloroethene 0.50

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

VBLK5Y

7.0

Y93T7

10/06/2013

43788 MITKEM

22:08:00

 Page 3 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 U U YesTrichloroethene 0.50

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

1.0 NJ Yes
Benzene, 1,2,4-

trichloro-

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

VBLKL5

7.0

Y93T7

09/21/2013

43788 MITKEM

09:54:00

 Page 4 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 U U YesTrichloroethene 0.50

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

VBLKM5

7.0

Y93T7

09/21/2013

43788 MITKEM

20:22:00

 Page 5 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 U U YesTrichloroethene 0.50

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

VHBLK5Y

7.0

Y93T7

10/07/2013

43788 MITKEM

08:12:00

 Page 6 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 J J Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.32

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 YesTrichloroethene 2.7

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93T7

HP60-54-091913MS/MSD 2.0

Y93T7

09/19/2013

43788 MITKEM

11:07:00

 Page 7 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 Yes
1,1-

Dichloroethene
3.8

ug/L 1.0 J YesBenzene 5.0

ug/L 1.0 YesTrichloroethene 8.0

ug/L 1.0 J J Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.26

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 YesToluene 5.6

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93T7MS

2.0

Y93T7

09/19/2013

43788 MITKEM

11:07:00

 Page 8 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 Yes
1,1-

Dichloroethene
3.6

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 J YesBenzene 4.4

ug/L 1.0 YesTrichloroethene 7.4

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 YesToluene 5.1

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93T7MSD

2.0

Y93T7

09/19/2013

43788 MITKEM

11:07:00

 Page 9 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 J J Yes
1,1-

Dichloroethene
0.45

ug/L 1.0 Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.71

ug/L 1.0 J J Yes
trans-1,2-

Dichloroethene
0.40

ug/L 1.0 J J Yes
1,1-

Dichloroethane
0.35

ug/L 1.0 Yes
cis-1,2-

Dichloroethene
2.5

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 J J Yes
1,1,1-

Trichloroethane
0.29

ug/L 1.0 U UJ YesBenzene 0.50

ug/L 1.0 E J YesTrichloroethene 54

ug/L 1.0 U UJ YesToluene 0.50

ug/L 1.0 U UJ Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U UJ YesEthylbenzene 0.50

ug/L 1.0 U UJ Yeso-Xylene 0.50

ug/L 1.0 U UJ Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W0

HP63-28-091913 2.0

Y93T7

09/19/2013

43788 MITKEM

13:25:00

 Page 10 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 5.0 U U YesVinyl chloride 2.5

ug/L 5.0 U U Yes
1,1-

Dichloroethene
2.5

ug/L 5.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

2.5

ug/L 5.0 U U Yes
trans-1,2-

Dichloroethene
2.5

ug/L 5.0 U U Yes
1,1-

Dichloroethane
2.5

ug/L 5.0 D Yes
cis-1,2-

Dichloroethene
2.8

ug/L 5.0 U U YesChloroform 2.5

ug/L 5.0 U U Yes
1,1,1-

Trichloroethane
2.5

ug/L 5.0 U U YesBenzene 2.5

ug/L 5.0 D YesTrichloroethene 59

ug/L 5.0 U U YesToluene 2.5

ug/L 5.0 U U Yes
Tetrachloroethen

e
2.5

ug/L 5.0 U U YesEthylbenzene 2.5

ug/L 5.0 U U Yeso-Xylene 2.5

ug/L 5.0 U U Yesm,p-Xylene 2.5

ug/L 5.0 U U Yes
1,2-

Dichlorobenzene
2.5

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W0DL

HP63-28-091913 2.0

Y93T7

09/19/2013

43788 MITKEM

13:25:00

 Page 11 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 YesVinyl chloride 7.8

ug/L 1.0 E Yes
1,1-

Dichloroethene
45

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 E Yes
trans-1,2-

Dichloroethene
330

ug/L 1.0 E Yes
1,1-

Dichloroethane
51

ug/L 1.0 E Yes
cis-1,2-

Dichloroethene
1100

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 J J YesBenzene 0.21

ug/L 1.0 E YesTrichloroethene 2900

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W1

HP63-34-091913 2.0

Y93T7

09/19/2013

43788 MITKEM

14:00:00

 Page 12 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 500.0 U U YesVinyl chloride 250

ug/L 500.0 U U Yes
1,1-

Dichloroethene
250

ug/L 500.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

250

ug/L 500.0 D Yes
trans-1,2-

Dichloroethene
390

ug/L 500.0 U U Yes
1,1-

Dichloroethane
250

ug/L 500.0 D Yes
cis-1,2-

Dichloroethene
1300

ug/L 500.0 U U YesChloroform 250

ug/L 500.0 U U Yes
1,1,1-

Trichloroethane
250

ug/L 500.0 U U YesBenzene 250

ug/L 500.0 D YesTrichloroethene 4600

ug/L 500.0 U U YesToluene 250

ug/L 500.0 U U Yes
Tetrachloroethen

e
250

ug/L 500.0 U U YesEthylbenzene 250

ug/L 500.0 U U Yeso-Xylene 250

ug/L 500.0 U U Yesm,p-Xylene 250

ug/L 500.0 U U Yes
1,2-

Dichlorobenzene
250

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W1DL

HP63-34-091913 2.0

Y93T7

09/19/2013

43788 MITKEM

14:00:00

 Page 13 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 Yes
1,1-

Dichloroethene
2.0

ug/L 1.0 Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

2.8

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 J J Yes
1,1-

Dichloroethane
0.48

ug/L 1.0 Yes
cis-1,2-

Dichloroethene
3.3

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 Yes
1,1,1-

Trichloroethane
1.1

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 E YesTrichloroethene 180

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W2

HP63-57-091913 2.0

Y93T7

09/19/2013

43788 MITKEM

14:25:00

 Page 14 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 16.0 U UJ YesVinyl chloride 8.0

ug/L 16.0 U U Yes
1,1-

Dichloroethene
8.0

ug/L 16.0 DJ J Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4.9

ug/L 16.0 U U Yes
trans-1,2-

Dichloroethene
8.0

ug/L 16.0 U U Yes
1,1-

Dichloroethane
8.0

ug/L 16.0 DJ J Yes
cis-1,2-

Dichloroethene
4.5

ug/L 16.0 U U YesChloroform 8.0

ug/L 16.0 U U Yes
1,1,1-

Trichloroethane
8.0

ug/L 16.0 U U YesBenzene 8.0

ug/L 16.0 D YesTrichloroethene 230

ug/L 16.0 U U YesToluene 8.0

ug/L 16.0 U U Yes
Tetrachloroethen

e
8.0

ug/L 16.0 U U YesEthylbenzene 8.0

ug/L 16.0 U U Yeso-Xylene 8.0

ug/L 16.0 U U Yesm,p-Xylene 8.0

ug/L 16.0 U U Yes
1,2-

Dichlorobenzene
8.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W2DL

HP63-57-091913 2.0

Y93T7

09/19/2013

43788 MITKEM

14:25:00

 Page 15 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U UJ YesBenzene 0.50

ug/L 1.0 U U YesTrichloroethene 0.50

ug/L 1.0 J J YesToluene 0.20

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

1.0 BNJ Yes
Benzene, 1,2,4-

trichloro-

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W3

TB091913 2.0

Y93T7

09/19/2013

43788 MITKEM

14:30:00

 Page 16 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 J J Yes
1,1-

Dichloroethene
0.36

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 Yes
cis-1,2-

Dichloroethene
0.66

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 E YesTrichloroethene 90

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W4

HP73-18-092113 2.0

Y93T7

09/20/2013

43788 MITKEM

15:40:00

 Page 17 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 10.0 U U YesVinyl chloride 5.0

ug/L 10.0 U U Yes
1,1-

Dichloroethene
5.0

ug/L 10.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 10.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/L 10.0 U U Yes
1,1-

Dichloroethane
5.0

ug/L 10.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/L 10.0 U U YesChloroform 5.0

ug/L 10.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/L 10.0 U U YesBenzene 5.0

ug/L 10.0 D YesTrichloroethene 83

ug/L 10.0 U U YesToluene 5.0

ug/L 10.0 U U Yes
Tetrachloroethen

e
5.0

ug/L 10.0 U U YesEthylbenzene 5.0

ug/L 10.0 U U Yeso-Xylene 5.0

ug/L 10.0 U U Yesm,p-Xylene 5.0

ug/L 10.0 U U Yes
1,2-

Dichlorobenzene
5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W4DL

HP73-18-092113 2.0

Y93T7

09/20/2013

43788 MITKEM

15:40:00

 Page 18 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 J J Yes
1,1-

Dichloroethene
0.31

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 Yes
cis-1,2-

Dichloroethene
0.64

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 E YesTrichloroethene 83

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W5

HP73-18-092013D 2.0

Y93T7

09/20/2013

43788 MITKEM

15:42:00

 Page 19 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 10.0 U U YesVinyl chloride 5.0

ug/L 10.0 U U Yes
1,1-

Dichloroethene
5.0

ug/L 10.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 10.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/L 10.0 U U Yes
1,1-

Dichloroethane
5.0

ug/L 10.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/L 10.0 U U YesChloroform 5.0

ug/L 10.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/L 10.0 U U YesBenzene 5.0

ug/L 10.0 D YesTrichloroethene 83

ug/L 10.0 U U YesToluene 5.0

ug/L 10.0 U U Yes
Tetrachloroethen

e
5.0

ug/L 10.0 U U YesEthylbenzene 5.0

ug/L 10.0 U U Yeso-Xylene 5.0

ug/L 10.0 U U Yesm,p-Xylene 5.0

ug/L 10.0 U U Yes
1,2-

Dichlorobenzene
5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W5DL

HP73-18-092013D 2.0

Y93T7

09/20/2013

43788 MITKEM

15:42:00

 Page 20 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 Yes
cis-1,2-

Dichloroethene
0.62

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 E YesTrichloroethene 63

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W6

HP73-18-092013MS/MSD 2.0

Y93T7

09/20/2013

43788 MITKEM

15:44:00

 Page 21 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 10.0 U U YesVinyl chloride 5.0

ug/L 10.0 U U Yes
1,1-

Dichloroethene
5.0

ug/L 10.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 10.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/L 10.0 U U Yes
1,1-

Dichloroethane
5.0

ug/L 10.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/L 10.0 U U YesChloroform 5.0

ug/L 10.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/L 10.0 U U YesBenzene 5.0

ug/L 10.0 D YesTrichloroethene 100

ug/L 10.0 U U YesToluene 5.0

ug/L 10.0 U U Yes
Tetrachloroethen

e
5.0

ug/L 10.0 U U YesEthylbenzene 5.0

ug/L 10.0 U U Yeso-Xylene 5.0

ug/L 10.0 U U Yesm,p-Xylene 5.0

ug/L 10.0 U U Yes
1,2-

Dichlorobenzene
5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W6DL

HP73-18-092013MS/MSD 2.0

Y93T7

09/20/2013

43788 MITKEM

15:44:00

 Page 22 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 Yes
1,1-

Dichloroethene
0.80

ug/L 1.0 Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

1.5

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 J J YesBenzene 0.22

ug/L 1.0 YesTrichloroethene 3.8

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W7

HP73-50-092013 2.0

Y93T7

09/20/2013

43788 MITKEM

16:05:00

 Page 23 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 U U Yes
cis-1,2-

Dichloroethene
0.50

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 U U YesTrichloroethene 0.50

ug/L 1.0 J J YesToluene 0.24

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y93W8

TB092013 2.0

Y93T7

09/20/2013

43788 MITKEM

15:44:00

 Page 24 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 J J YesVinyl chloride 0.22

ug/L 1.0 Yes
1,1-

Dichloroethene
0.84

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 Yes
trans-1,2-

Dichloroethene
7.5

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 E Yes
cis-1,2-

Dichloroethene
79

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 E YesTrichloroethene 700

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y9400

HP71-18-092513 2.0

Y93T7

09/25/2013

43788 MITKEM

15:10:00

 Page 25 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 40.0 U U YesVinyl chloride 20

ug/L 40.0 U U Yes
1,1-

Dichloroethene
20

ug/L 40.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

20

ug/L 40.0 U U Yes
trans-1,2-

Dichloroethene
20

ug/L 40.0 U U Yes
1,1-

Dichloroethane
20

ug/L 40.0 D J Yes
cis-1,2-

Dichloroethene
71

ug/L 40.0 U U YesChloroform 20

ug/L 40.0 U U Yes
1,1,1-

Trichloroethane
20

ug/L 40.0 U U YesBenzene 20

ug/L 40.0 D YesTrichloroethene 680

ug/L 40.0 U U YesToluene 20

ug/L 40.0 U U Yes
Tetrachloroethen

e
20

ug/L 40.0 U U YesEthylbenzene 20

ug/L 40.0 U U Yeso-Xylene 20

ug/L 40.0 U U Yesm,p-Xylene 20

ug/L 40.0 U U Yes
1,2-

Dichlorobenzene
20

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y9400DL

HP71-18-092513 2.0

Y93T7

09/25/2013

43788 MITKEM

15:10:00

 Page 26 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethane
0.50

ug/L 1.0 J Yes
cis-1,2-

Dichloroethene
0.84

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 YesTrichloroethene 5.4

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y9401

HP71-31-092513 2.0

Y93T7

09/25/2013

43788 MITKEM

15:20:00

 Page 27 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 Yes
1,1-

Dichloroethene
0.51

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 J J Yes
trans-1,2-

Dichloroethene
0.36

ug/L 1.0 J J Yes
1,1-

Dichloroethane
0.38

ug/L 1.0 Yes
cis-1,2-

Dichloroethene
15

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 J J YesBenzene 0.32

ug/L 1.0 E YesTrichloroethene 220

ug/L 1.0 J J YesToluene 0.31

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y9402

HP72-12-092513 2.0

Y93T7

09/25/2013

43788 MITKEM

00:00:00

 Page 28 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 16.0 U U YesVinyl chloride 8.0

ug/L 16.0 U U Yes
1,1-

Dichloroethene
8.0

ug/L 16.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

8.0

ug/L 16.0 U U Yes
trans-1,2-

Dichloroethene
8.0

ug/L 16.0 U U Yes
1,1-

Dichloroethane
8.0

ug/L 16.0 D Yes
cis-1,2-

Dichloroethene
16

ug/L 16.0 U U YesChloroform 8.0

ug/L 16.0 U U Yes
1,1,1-

Trichloroethane
8.0

ug/L 16.0 U U YesBenzene 8.0

ug/L 16.0 D YesTrichloroethene 200

ug/L 16.0 U U YesToluene 8.0

ug/L 16.0 U U Yes
Tetrachloroethen

e
8.0

ug/L 16.0 U U YesEthylbenzene 8.0

ug/L 16.0 U U Yeso-Xylene 8.0

ug/L 16.0 U U Yesm,p-Xylene 8.0

ug/L 16.0 U U Yes
1,2-

Dichlorobenzene
8.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y9402DL

HP72-12-092513 2.0

Y93T7

09/25/2013

43788 MITKEM

00:00:00

 Page 29 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 J J Yes
1,1-

Dichloroethene
0.26

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 J J Yes
1,1-

Dichloroethane
0.48

ug/L 1.0 J Yes
cis-1,2-

Dichloroethene
2.0

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 J J YesBenzene 0.38

ug/L 1.0 YesTrichloroethene 4.5

ug/L 1.0 J J YesToluene 0.24

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y9403

HP72-18-092513 2.0

Y93T7

09/25/2013

43788 MITKEM

16:15:00

 Page 30 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U YesVinyl chloride 0.50

ug/L 1.0 U U Yes
1,1-

Dichloroethene
0.50

ug/L 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 U U Yes
trans-1,2-

Dichloroethene
0.50

ug/L 1.0 J J Yes
1,1-

Dichloroethane
0.43

ug/L 1.0 Yes
cis-1,2-

Dichloroethene
1.2

ug/L 1.0 U U YesChloroform 0.50

ug/L 1.0 U U Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 U U YesBenzene 0.50

ug/L 1.0 YesTrichloroethene 2.3

ug/L 1.0 U U YesToluene 0.50

ug/L 1.0 U U Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U U YesEthylbenzene 0.50

ug/L 1.0 U U Yeso-Xylene 0.50

ug/L 1.0 U U Yesm,p-Xylene 0.50

ug/L 1.0 U U Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y9404

HP72-18-092513D 2.0

Y93T7

09/25/2013

43788 MITKEM

16:25:00

 Page 31 12:49 Thu, Oct 31, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 J YesVinyl chloride 0.59

ug/L 1.0 J Yes
1,1-

Dichloroethene
2.5

ug/L 1.0 U R Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

0.50

ug/L 1.0 J Yes
trans-1,2-

Dichloroethene
7.1

ug/L 1.0 J Yes
1,1-

Dichloroethane
1.2

ug/L 1.0 E J Yes
cis-1,2-

Dichloroethene
190

ug/L 1.0 U R YesChloroform 0.50

ug/L 1.0 U R Yes
1,1,1-

Trichloroethane
0.50

ug/L 1.0 J J YesBenzene 0.41

ug/L 1.0 E J YesTrichloroethene 1700

ug/L 1.0 J YesToluene 0.55

ug/L 1.0 U R Yes
Tetrachloroethen

e
0.50

ug/L 1.0 U R YesEthylbenzene 0.50

ug/L 1.0 U R Yeso-Xylene 0.50

ug/L 1.0 U R Yesm,p-Xylene 0.50

ug/L 1.0 U R Yes
1,2-

Dichlorobenzene
0.50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y9405

HP72-22-092513 2.0

Y93T7
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 400.0 U U YesVinyl chloride 200

ug/L 400.0 U U Yes
1,1-

Dichloroethene
200

ug/L 400.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

200

ug/L 400.0 U U Yes
trans-1,2-

Dichloroethene
200

ug/L 400.0 U U Yes
1,1-

Dichloroethane
200

ug/L 400.0 D Yes
cis-1,2-

Dichloroethene
230

ug/L 400.0 U U YesChloroform 200

ug/L 400.0 U U Yes
1,1,1-

Trichloroethane
200

ug/L 400.0 U U YesBenzene 200

ug/L 400.0 D YesTrichloroethene 2300

ug/L 400.0 U U YesToluene 200

ug/L 400.0 U U Yes
Tetrachloroethen

e
200

ug/L 400.0 U U YesEthylbenzene 200

ug/L 400.0 U U Yeso-Xylene 200

ug/L 400.0 U U Yesm,p-Xylene 200

ug/L 400.0 U U Yes
1,2-

Dichlorobenzene
200

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water 2341.0VOA_Trace

EPW11033

Y9405DL

HP72-22-092513 2.0

Y93T7
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